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SERIES 8630-600A DIGITAL RE CALORIMETER 



INTRODUCTION 
PURPOSE AND FUNCTION 

. j /‘^5/38- (600A) Calorimeters are instruments 

The Bird Series 863V / g080A Calorimeter 

realized by the marriage ° , rpeiistor This idea was destined to 

and the Series 8600 MODU^AD® RF ^eLl to any type of 

evolve into an auspicious combination very 

transmitting station. 

The series 8631/35/38- (600A) Similar l^d 

is easily installed and has a serviceabili y without resorting 

"1nrcairuLSSs!"%hrS^^^ if aCrUependent of frequency within the 
frequency band of the load. 

Th. led section i= designed es a nni^e 
reflection end Jn^Sins power dissipation of lOkw 

o^ -Cr aeVl^;3S/?t<e^or»eTesi,‘edX™'i^ Tn 
SrM,“™rsSB »d “Uul.tlo'^ envelopes, and within certain Units 
on radar or pulse modes. 

The series 8611/15/38- (60M) Calorlneter is 

hv Bird and syste. 

interpolation of the fl<w J Calibration is performed by one 

constants by the user has been eliminated Calibration p _ 

simple adjustment before power on a digital 

rtr^SJlnse^'le^nt «d 

i-r n.““f. s='ftr 0^1 w^tt^ters. 

Ughtwelght and versatile, the Jf 

foot radlL of the load/sensor anit. CO.«.ining this with a bright disp 

permits easy to read power measurements. 
description 

The Calortaeter is oc-prlsed /wo nnl^^as 

calorineter control unit and the ''o'”® portion of the Model 6080s 

connected by a ten foot sensor c^le. P^lon or 

sefo'sIS'ei'lorrr^So”., °S,“h.rbeen done to ease operator installation 
and use. 
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The lo.a/sensot ««it consists of font bssic syst«.s. 

1. The W loaa .sseisbly - oontnins the r.sistiv. load slcent with 
cooling water system. 

•d- contains two temperature sensors, input and output 
ih.t”.Ste: ~thrse„s'ot to ^nitot «.t.t flow tnte. 

3. H«t .xoh.ngnt - consists of . 
a finned cooling coil unit and cover blower. 

-t-he case of a malfunction. 
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SECT ION I - INSTALLATION 



i_i. general 



1-2. The purpose of this section is to 
steps that should be performed when 
Sorimeter for service. Refer to Figure 



assist the user with the initial 
receiving and preparing the RF 
1-1 throughout this section. 
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FIGUBE 1-1 . INSTALLATION 
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1_3. UNPACKING 

r«r™5S.T".- - - 

- 1 6080A Control Unit 

- 1 8630 Series Load/Sensor Unit 
2 ac line cords 

1 Sensor cable 
1 instruction manual 

1-5. The lo.a/=e„sor «nlt is encas^ in inslj flat 

should be lifted straight up ou ° when removing load/sensor unit due 

load/sensor unit. 

i;:;eot"ire«s r uaaltr^-vea ruiri„r»ih ip 

out of the box. 

1_7. INITIAL INSPECTION 

1-8. Ml panhagas ar. careinlly wr.^a “^.^^^^^ranrilsSr 

shil«ent. If the package “gy U,. oartlei i— ediately. Eetain 

contents. If any damage is visible, notify tne carr 

the shipping container for inspection. 



1 _ 9 . mounting and lcx:ation 



1-10. Pot 

roi:sn“e “»y‘r^Livea^„ 

screws holding each bracket. es screws that may be used for mounting 

s:Ti “ *:°r«?i S” irpi.rerinrien4 .ithi„ th. te„ foot 

radius of the sensor cable reach. 

1-11. The load/sensor unit “an^^toient'^t^peSSres do not exceed 

power and air supply are aval / \ Note that since lOkW is 

“Snat:?giu-"1iaef or^e ana • cle.tanoe of at 

least three feet over the top of the unit. 

1 - 12 . AC LINE CONNECTION 

1-13. Model 6080A Control Unit g^^oltage^ between 

rear panel for input of ac power. fuse. The following steps 

115 vac or 230 Vac and contains the ac line fuse, 
explain voltage selectability and fuse accessibility. 
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step 1: 
Step 2: 
Step 3: 



Step 4; 

Step 5: 

Step 6: 
Step 7: 



Determine the voltage level of the ac line. This 
may be 115/230 Vac. 

Conpare this voltage level with the number that 
appears in the ac line select window. 

The control unit is factory- shipped for 115 Vac 
operation. Change to 230 Vac, if necessary, by 
opening cover door and removing voltage selector 
drum. See Figure 1—2. 

Rotate voltage selector drum to desired voltage and 
reinsert. 

AC line fuse is also accessible by pulling out fuse 
drawer. 

Close cover door. 

Locate the ac cord. Plug one end at the . ^ 

control unit's ac line module the other end at the 
line socket. (Kefer to paragraph 1-15 when 
connecting to European style sockets.) 



FIGURE 1-2. AC LINE MODULE, 
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1-14 The load/sensor unit also contains an ac line module located the 
front panel. This module is wired for either 115 Vac or 230 Vac and does 
not supply voltage selectability. The module does contain ^ 
which is accessible as described in the preceding steps. Locate the ac 
cord Plug one end at the load/sensor unit's ac line module the otter en 
at the ac outlet. (Refer to paragraph 1-15 when connecting to European 

style sockets.) 

For safety, the third wire in the ac line cord (the green wire) is 
the groSd wire akd must be connected to an earth gro^d. If ^ fre® wire 
systL is not used, this wire must be properly attached to an earth ground. 

1-15. EUROPEAN STYLE CONNECTORS 

1-16 in order to make the ac line cord compatible witt European style 
Lotet,; »..rs -.St replac. the co„,sotot .t th. ..a of th. power ootd. 
Then set the operating voltage selection drum for 230 Vac. 

1 _ 17 . 6080& CONTROL UNIT INSTALLATION 

1-18. Locate control unit on a clean flat surface within the radius of the 
sensor cable. For longer distance remote monitoring, various length sensor 
cables are available. See Section VII Replacement Parts. 

With ac line already connected the control unit requires only one 
otter connection, the sensor cable. Connect the sensor cable to the 
calorimeter as follows; 

Step !• A 9-pin D-shell sensor cable connector is located on the 
rear panel of the control unit. Correctly align the 
sensor cable witt the sensor cable connector and mate the 
two parts. (The design does not permit incorrect 
connection. ) 

step 2: Secure the provided screws, but do not overtighten them. 

1 - 19 . load/sensor unit installation 

1-20. connect unterminated end of sensor cable to load/sensor unit c^le 
connector located on rear panel. Follow the preceding steps for connection. 

Connect the transmitter's interlock cable (not provided) to the two binding 
posts located on the front panel. 
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l._21. COOLANT 

**********************************************************; 

* CAUTION ^ 

* DO not use any sealants, leak-stopping material, or * 

* automotive antifreeze in the coolant. Use only ^ 

* distilled water and pure ethylene glycol. Do not u ^ 

!***:i**i*t***********************^ 

1-22 The \init operates with ten pints (4.73 liters) of coolajrt. 

.ly-i for 

(+41 F to +104 F), / ,. 32 op to +95“F). Temperature range must be 

.thylene 5 ly“l. d.trl.»t.l .=tio„ o„ the intern.l 

wd-tiGir in tn© syst© • wVi^n ©tlivl©n© crXycol 

recalibration. 

*********************************************************** 

* CAUTION 

* 

* The pump/motor must not be operated without sufficient * 

* coolant in the system. Damage to its working parts will ^ 

********************************************************** 

1-23 Check the coolant level daily when the unit is in ^ 

Add coolant if necessary to bring to the required level. 

1-24. DRAINAGE AND FILLING 

»0TE. All unit, are flush.d «1«> ^ 

to prevent damage in shipment by freezing. ^1 t^its to oe 
dLtilled water only (those with the suffix number of 601 and 602) be 

listiUnd ..ter before final filling to ae.ure accnraey. 
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1-25 Drainage of the system is accomplished by removal of the drain plug 
at the bottom of the rear panel. Do not use any other dram plug than that 
proSLr “r Bird. use of a substitute plug could cause equipment 

overheating by crossflow in drain tubes. To refill the system, <=^l^t 

Z until thi tank is approximately at the r^uisite 

Sstem. I convenient method is to watch through 

stop the pump when the water level approaches the bottom. 

ion? on original pourings, as partially dry ^^er 

with possible damage to the pump mechanism. Pepeat filling 
until fluid level remains steady at the proper level, then run tne 
load/sensor unit about five minutes and recheck fluid level before applying 
RP power (see 1-21, Coolant) . 



1-26. BLOWER FAN 

1-27 The fan is wired direct to the ac line input and will always operate 
ilol; a,. p»p Wl»« the .C =»ltch is on. In ndaitlon to th. bjsic 

of pt^noing towlsite air flow through tha radiators, this 
ventilation materially assists in cooling the pump/motor unit. 
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SECTIOJ II - THEORY OF OPERATION 



2-1. GENERAL 

2-2. The Series 8730/31/38 TERMALINE® Coaxial Load Resistor installed in 
this unit is \inique in having its water supply primarily directed oyer the 
outer, wet- film type resistive coating of the substrate. This technique xs 
valuable in eliminating the need for an intermediate heat transfer fluid 
system. This method reduces the physical size of the load to a virtual 
minimum and makes it ideal for use in this calorimetric application. The 
construction and materials herein permit field repair of the unit (see 
Section IV - Maintenance) . 

2-3. HEAT TRANSFER 

2-4. The 50 ohm resistor consists of a substrate made of a special 
compound and has a permanently deposited resistive film on its outer 
surface. The heat generated by absorption of RF power is transferred from 
the film to the water which flows over it through a restricted chanber 
surrounding the resistor body. This water, first carried to the front of 
the load resistor, passes over the entire length of the resistor and 
discharges through the sealed water chamber at the rear. The composite 
dielectric characteristics and the distinctive design of these enclosures 
provide a very accurate 50 ohm termination over the specified frequency 
range of this load^ lOOOHz to lOOOMHz. 

2-5. THEORY OF CALORIMETRY 

2-6. The term calorimetry refers to the measurement of quantities of heat. 
Heat is energy in transition resulting from a temperature differential. 
This energy in transition may be expressed in ft-lb/hf Btn/m, or cal/sec. 

2-7. The "First Law” of thermodynamics states that energy can neither be 
created nor destroyed, but only converted from one form to another. This is 
the basic concept behind the calorimetric method of measurement. A basic 
definition should be noted: if a quantity of heat is transferred into one 

gram of water until the temperature of the water is increased one degree 
centigrade, it would be called one gram-calorie, more commonly referred to 
as one calorie. In the English system, if one pound of water will increase 
its temperature one Fahrenheit degree, one Btu of heat has been transferred 
into it. 

Equation 1. 1 Btu = 1 lb. x 1®F 

1 Calorie = 1 gram x 1®C 

The relationship of grams to pounds and to ®F is such that it makes one 
Btu equal to 251.996 calories. 

2-8. Another factor in calorimetric measurement should also be taken into 
conkderation: the specific heat of a substance. It has been proven that 
different substances having a weight of one pound will require different 
amounts of energy to increase their temperature one degree Fahrenheit. To 
compensate for this behavior of different materials, including water, a 
correction factor was assigned called specific heat. The units for specific 
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heat are Btu/lb°F. By applying this correction factor to Equation 1, the 
calorimetric formula for heat thus becomes: 

Equation 2. 1 Btu = 1 lb. x 1»F x 1 Btu/lb»F 

heat = mass x A T x Cp 



Since 1 Btu of heat is equal to 778.16 ft-lb of work, and the time rate of 
doing work is power, ft-lb/h or Btu/h could be a description of electrical 
watts or mechanical ft-lb power. Thus, when the time element is introduced 
into Equation 2, it simply becomes: 

Equation 3. BtuA = mass (IbA) xAt(°F) x Cp (Btu/lb»F) 

This is the equation of calorimetry. Knowledge of delta T, rate of mass 
flow, and specific heat would produce Btu/h, equal to power. 

2-9. DIGITAL RF CALORIMETER 

2-10. Calorimetry as applied to this series calorimeter is essentially the 
same as described in the preceding paragraphs. The water cooled loads, 
installed in the Series 8631/35/38- (600A) , transfer almost 100% of RF 
heating power into a cooling liquid. This provides a means with which an 
elemental^ calorimetric formula can be utilized. 

Equation 4. RF Power = flow xAT x constant x Cp 

The electronic calorimeter synthesizes the flow rate, temperature 
differential and conversion factor, displaying the final result in kilowatts 
on a digital readout. 

2-11. To determine the temperature it is necessary to linearly track 
temperatures between O'C and 50“C. This is accomplished through electronic 
thermometers that produce a voltage output as a direct function of 
temperature in ®C. The temperature difference is found by placing an 
electronic thermometer at the load water input and also at the^ load drain. 
Their voltage outputs are fed into a differential amplifier and the 
resulting output will be the temperature difference. 

2-12. Flow rate is measured by a magnetic sensor which is located at the 
water input of the load. This metering device utilizes a turbine bladed 
rotor to generate a pulse output. These pulses are then fed into a 
frequency to voltage converter that produces a gallon per minute voltage 
output. By adjusting the output gain to the systems constant we implement 
our conversion factor. To synthesize these system variables, an analog 
multiplier is used. The X input of the multiplier is used for flow rate and 
the Y input is for ten 5 >eratvire difference. By applying the output of the 
multiplier to a digital panel meter, the voltage measured will be the power 
consumption in kilowatts. 

2-13. FLOW INTERLOCK CONTROL CIRCUIT 

2-14. The interlock control circuit provides instantaneous fail-safe 
protection of the transmitter and load in the event of even momentary 
interruption of the cooling water supply. This protection is necessary 
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because dissipation of the heat generated by the RF power is critically 
dependent upon a required minimum water flow at all times regardless 
system water temperature. 

2-15. The water flow switch, installed directly on load output, has its 
electrical contacts closed during normal operation, ^is switch is facW 
calibrated to open whenever water flow drops below the prescribed minmum 
Then the water flow switch contacts open and the time delay sw^^h 
deactivated, which at once opens the interlock switch, causing immediate 
shutdown of the transmitter. 

Note: The impeller of the centrifugal water pump is carefully 

the necessary current flow. The proper operation of this equipment 

on these conditions being maintained. Do not alter the flow switch setting 

or disturb the pump. 

2-16. The time delay switch also keeps the interlock switch "open" for 
approximately two seconds, nominal, after the minimum flow has been 
re-established. This safeguard feature assures adequate operation of the 
cooling system before RF power can be applied to the ' 

preventing damage or burnout of the resistor element. See yarning l^e 
connector panel of the load/sensor unit. As an additional safeguard , 
thermoswitch, normally closed at +85»C (+185»F) or lower, is 

with the flow switch for protection from overheating due to overloading of 
the Load/Sensor unit. 
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SECTION III - OPERATING INSTRUCTIONS 



3-1. GENERAL 

*********************************************************** 

* CAUTION * 

* 

* 

* Do not apply more than the rated RF power to the load, * 

* Do not block air flow - air enters housing through * 

* circular fan opening and exhausts at the grille 

* opposite. 

********************************************************** 

3-2. The Series 8631/35/38- (600A) Load/Sensor Unit have no operating 
controls; therefore, require only routine operator attention. Install per 
instructions in Section I - Installation. Follow the procedure carefully to 
assure proper operation of equipment. 

3-3. CONNECTING RF POWER TO LOAD 

3-4 After installation, the coaxial RF transmission line may be attached. 
For* the respective Models 8631/35-601A and 8638-601A the connections are as 
follows: 

a. Model 8631-601A, 3-1/8 inch EIA, 50 ohms with swivel flange. 

1. Use 3-1/8 inch EIA coupling kit, P/N 4600-020, which 

includes: six each 3/8-16 x 1-1/2 bolt and nut sets, 0-Ring, 

and insulated center bullet. 

2. Insert the center bullet, push into the bottom of the 
insulator in the recess of facing and install 0-Ring in groove. 

3. Connect coaxial input in straight line, push 
carefully on center contact to close. The swivel flange 

on the load/sensor unit makes connection independent of a fixed 
flange on the coaxial input. 

4. Insert bolt sets, tighten evenly all around. 

b. Model 8635, 1-5/8 inch EIA flanged, 50 ohms, swivel flanged. 

1. Use 1-5/8 inch EIA coupling kit, P/N 4712-020, which 

includes: four each 5/16—18 x 1—1/2 bolt sets, O— Ring and 

anchor bullet (Mectron No. 320-14, Prodelin No. 302-825, 
etc.) . 

2. Assembly procedure similar to Paragraph 3-4a, above. 

c. Model 8638, 3-1/8 inch unflanged, 50 ohm impedance. 

1. Use coupling kit, P/N 5-726 or RCA MI-277791K-4A. 

2, Insert center bullet and bottom it on the midpoint nibs. 
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3. Position the outer sleeve with clamps over input connector 

4. Introduce transmission line and seat snugly against 
the coupling stops* 

5. Position clamp bands evenly about 1-3/4 inches apart and 
tighten. 



*************** 

* 




Do not operate load/sensor unit without connectxng 
interlock. This is very important. Even momentary 
application of power to the load while tte cooling 
circulation is off or possibly functioning improperly 
will cause immediate destruction of the resistor 



***i****h****************************************^ 



3_5, normal operation AS A LOAD RESISTOR 

a. Turn interlock supply on. 

b. Turn on 115V or 230V ac power. Note - fan operation. 

c. Apply RF power to load. 



3-6. SHUTDOWN 

a. Turn RF power to load off. 

b. Wait five minutes, allowing pump and fans to run. 

c. Turn ac power off. Stopping the load/sensor unit automatically 
opens the interlock connection. 



3-7. COOLING CHARACTERISTICS 

3-8. The electrical performance of the Series tS 

calorimeter is af^ecte^^^^^^^^ w^-r, 

with^induiSiaily pure ethylene glycol when used, and be kept clean at all 
times. 

3-9 Thermal performance is affected by impurities, 
the load and may cause the load to overheat and ai . 



3-10. CONTROL UNIT (MODEL 6080A) 



3-11. This section 
Operator is given 
guided through a 



.scribes the operation of the Model 6080A Control Unit, 
description of front and rear panel features and is 
tep by step format of how to take measurements. 
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calorimeter is installed per installation procedures (see Section I - 
Installation) . 

3-12. FRONT PANEL LAYOUT 

3-13. The following is a description of front panel features, see Figure 
3-1. 



- 13 - 



8630-600AS 




FIGURE 3-1. FRONT PANEL LAYOUT 
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2. FLOW INDICATOR A. RF POWER / CAL SWITCH 








a, ON/OFF Switch - Controls ac line power 

b FLOW INDICATOR - Gives visual indication of coolant flow 
in gallons per mlnSte (GPM) . The flow indicator has two 
ranges, a low power range which indicates a flow of 3 to 5 ,25 
GPM and a high power range which indicates a flow of 6 to 10.5 
GPM. These ranges are selectable through the use of the 
HI/LOW pushbutton. The 8630 series having a maximum power 
level of 10 Kilowatts uses only the low power range. 

c. DISPLAY - Gives a visual indication of the present value 
being measured. This value represents kilowatts of RF power 
being seen by the load/sensor unit. 

a. RF POWER/CAL SWITCH - When not depressed RF power mode is 
selected! This mode is implemented during normal operating 
conditions and is used in conjunction with the HI/LOW range 
button. 

When the button is depressed then CAL mode is selected. Unit 
is now ready to perform initial system calibration. 

e. HI/LOW SWITCH - With unit in RF power mode this button 
will select between High or Low power and flow ranges. In LOW 
mode the usable power range is 1 to lOkW and flow range is 3 
to 5.25GPM. In HI power mode the upper power limit is 
determined by the load/sensor unit (Series 8630-600A uses only LOW 
power mode). The HI range of the flow sensor is 6 to 10.5 

GPM. 

With unit in CAL mode the HI/LOW button allows operator to 
perform initial calibration for both ranges. 

f. CAL ADJUST - This is the adjustment potentiometer for 
nulling power ranges when unit is in CAL mode. 

3-14. REAR PANEL LAYOUT 

3-15. The following is a description of rear panel features, see Figure 
3-2. 
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AC LINE SENSOR 2. SENSOR CABLE CONNECTOR 3. BCD OUTPUT CONNECTOR 




a, AC LINE MODULE - The ac line module provides a three function 
capability: 

1. Contains the ac line socket for input of ac power. 

2 ! Provides line voltage selection 115/230 volts. 

3, Contains internally, an ac line fuse. 

Location of fuse and instructions on line voltage selection are 
detailed in Section 1-12. 

b SENSOR CABLE - This 9-pin D-shell connector supplies the mating 
contacts for the sensor cable. Input/Output data passes to and from 
control unit via this connector. Pin assignments for this connector 
are given below: 



Pin No. 

1 

2 

3 

4 

5 

6 

7 

8 
9 



Function 

Flow Frequency 
Sensor Supply Voltage (+15V) 
Input Voltage Reference (+5V) 
Input Voltage Ratio 
Input Temperature Voltage 
Signal Ground 

Output Voltage Reference (+5V) 
Output Voltage Ratio 
Output Temperature Voltage 



a BCD output 



3-16. 



for remote 


use. Various application 


for this output are descriJ 


Section IX 


, Pin assignments for this 


; connector are given below 


Pin No. 


Function 


Pin No. 


Function 


1 


BCD 100 


14 


BCD Ground 


2 


BCD 200 


15 


Hold 


3 


BCD 400 


16 


NC 


4 


BCD 800 


17 


BCD 1000 


5 


NC 


18 


+5V 


6 


BCD 10 


19 


0E3 (Tens) 


7 


BCD 20 


20 


OE2 (Hundreds) 




BCD 40 


21 


0E4 (Units + Overrange) 


9 


BCD 80 


22 


OEl (Thousand + Polarity) 


10 


BCD 1 


23 


Overrange 


11 


BCD 2 


24 


polarity 


12 


BCD 4 


25 


Data Valid 


13 


BCD 8 






START UP 









3-17. Before applying ac line power to load/sensor unit or control unit 
make certain that ac line module is matched to the available line volt g 
and all safety precautions are taken. 
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3-18. 



Perform the following steps to achieve a proper start up condition: 

**********************************************************; 

* CAUTION 

^ ★ 

* Check coolant level before turning on ac P^er. If * 

* insufficient coolant is present damage could result to ^ 

* piamp/motore See Paragraph 1-23. ******************* 

**************************************** 

a Turn on ac power switch on load/sensor unit. This will start 

S controLa, .nd gen.rally .ay be witched la oonjenctaon 

with RF power loading of the system. 

operation of the pump/motor, initiating i^° series 

Sow switch contacts e The high temperature f 

with it is normally closed and this will start operation 
delay. In approximately two seconds it wil ° - pp power 

transmitter interlock will then permit the application of RF power. 

Do not apply RF power at this time. 

b. Allow coolant flow and load/sensor unit to stabilize for a 
minimum of five minutes. 



c. Turn on ac power to control unit. 

d. Set RF POWER/CAL switch to CAL mode. 

e Perform an initial calibration on the LOW power range by 
APPLIED. 



f. Return RF POWER/CAL switch to RF power mode. 

q. If display still doesn't indicate zero a fine adjustment can be 
made to the CAL adjustment while in RF power mode. 



NOTE: 



If null setting could not be achieved then see Maintenance Section 



h. Flow indicator should show a stable 
GPM. If flow is below 3.25 or above 3.75, 

3-19. Series 8630-600A RF Calorimeter is 
operation. 



flow of approximately 3.5 
see Maintenance Section. 

now ready for normal 
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3 - 20 . 



NORMAL OPERATION 



*********************************************************** 

* CAUTION * 

* 

* Do not apply RF power greater than maximum power level ^ 

* of load. 

*********** 



3-21. With the Model 6080A Control Unit set in RF power mode, low power 
range, RF power measurements can now be made. 



Apply RF power. The display will indicate RF power being measured in 
kiloLtts. With large changes of transmitter power allow three minutes 
stabilization time to achieve stated accuracy. 



3-22. SHUTDOWN 

3-23. The following steps apply to 8630-600A system shutdown: 

a. Turn off transmitter power. 

b. Turn off Model 6080A controller 

c. Wait five minutes before turning off ac line power to 
load/sensor unit. 
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SECTION IV. - MAINTENANCE 



4-1. GENERAL 

4-2. Only a moderate amount of preventive maintenance is required the 

8631/35/38- (600A) Series RF Calorimeter. Use reasonable care in handling; 
do not drop the control unit or load assembly. 

4-3. The coaxial load resistor installed in the load/sensor unit is rugged 
and simple, requiring only nominal and routine attention. The load is 
designed to operate for long periods of time if care is taken not to exceed 
its power handling capabilities. 

4-4, PREVENTIVE MAINTENANCE 

Following the routine below will ensure years of failure-free 
operation. 

a. CLEANING 

1, A main factor in effective preventive maintenance is 
cleanliness. For optimum performance and service life the 
calorimeter must be kept in a clean and dust free condition. 

2. The outside surface of the load/sensor unit should be wiped 
free of dust and dirt at regular intervals. Particular 
attention should be given to the air intakes (see Paragraph 4-4, 
C.2) . Occasionally, check condition of RF coaxial connection. 
If required, disconnect the instrument from the transmission 
line and clean the RF connector parts, both metallic and 
insulator surfaces. The sensor cable connector must be kept 
clean. Carefully wipe the metallic contacts and connector body. 
A cotton swab stick is useful for this. The operating panel 
should be wiped clean with a soft cloth, wipe the meter face 
only when necessary. 

b. INSPECTION 

Periodic inspection should be performed at three to six-month 
intervals dependent on amount of continuous use. 

1. WATER FLOW SWITCH - The water flow switch should be 
inspected periodically" for accumulated scale and cleaned, if 
necessary, to permit free movement of the sliding valve. This 
should be done only by removing the wired sensor plug with a 
1-1/2 end wrench. The component is irreparable and must be 
replaced if its performance is defective. Operation can be 
checked by monitoring the interlock circuits while starting or 
stopping pump/motor with RF power off. See 5-12, Water Flow 
Switch Removal for replacement procedures. 

2. CONNECTORS - Inspect all interconnections to load/sensor 
unit and control unit for bent, broken, and missing pins. 
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ROUTINE SERVICE CHECKS 

1 When the equipment is in use, watch the coolant level at 
reaular intervals. Check once or twice a week normally, more 
often if used continuously or under high ambient 

vrater and industrially pure ethylene glycol - no automotive 
antifreeze. 

2 The radiator surfaces, particularly on the 

b; checked through the grille periodically for possible 

ofloh from edqes of top panel and remove these panels. Clean 
:«‘knf ?olleSeaVst”d ll.t »lth . 

stiff bristle brush. Also, check under rib -ij 

arilL at the side, for dust collection. If there is a buildup, 
Remove and clean under the grille. Heavy lint coatings on any 
iurfice of the radiator unit can impair efficiency of the 
load/sensor unit - keep these clean. 

The coolant strainer, located inside the load/sensor unit, 
used to trap any small particles that may hinder t 
operation of the flow meter or load. This strainer^s ^^ec 
to occasional cleaning or element replacement. ^® 

heavily used the strainer should be checked and cleaned ^out 
oncla month. This interval may be extended if experience shows 
tSt only a small amount of residue is found in the sediment 
bowl. Always check the strainer within 30 days after a coolant 

change. 

Rlockaae of the filter screen of over 75% could reduce the flow 
in the system to an unacceptable level and cause the interloc 
rel^ to activate. For cleaning or replacement of strainer see 

Paragraph 5-16. 



3. 

is 



4-5. 



PERFORMANCE TEST 



4-6. RF LOAD RESISTOR 

4-7 Accurate measurement of the dc resistance between "^^® >""®^ 
con^ctors of the ^ bridge or 

condition of or better at 50 ohms is recommended. Use 

piece of 50 oh. cable with teat 
SpJ':«a:S/ ^;era™“? resist..^ ahoulO not Oevi.t. «,fe th.e .2 
ohms from the nominal value. 

Note - It is recommended that this resistance check be performed each time 
the load is to be usede 
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4-8. If measured resistance is greater than ±2 ohms from nominal value 
see Paragraph 5-7. 
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SECTION V 



- TRODBLESHOOTING AND REPAIR 



5-1. 



GENER2U. 



5-2 Due to its electronic complexity, repair of 8631/35/38-(600A) Series 

probable cause and remedy. 

Table 5 - 1 . Troubleshooting Chart 



LOAD/SENSOR UNIT 




Fan and pump not 
operational 



Power cord not 
connected , ON/ OFF 
switch is off 



Check power cord 
connection, turn switch on. 



AC applied but fan 
and pump not 
operational 



Defective fuse 
Defective ON/ OFF 
switch 

Disconnected wire 



Check fuse. 

Check switch. 

Connect loose wire using 
schematic as a reference 
figure. See Appendix A. 



AC applied but fan Defective starting 

not operational capacitor 



Check capacitance. The 
The capacitance should be 
3uF. 



Defective fan 



Replace fan. 



AC applied but pmp Pump overheated 

not operational 



Pump is thermally protected. 
Check ambient temperature 
specifications. 



Defective pump 



Replace pump. 



CONTROL UNIT 



Panel meter does not 
illiaminate 



Power cord not 
connected, ON/OFF 
switch is off 



Check power cord connection. 
Turn switch on. 



AC applied but panel 
meter not illuminated 



Defective fuse 
Defective ON/OFF 
switch 

Loose or disconnected 
wires 



Check fuse. 

Check switch. 

Check connections at header 
J3 and J5. 
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troubleshooting [CONT.] 



PROBLEM 



POSSIBLE CAUSE 

Improper supply 
voltage 



Defective meter 



REMEDY 

Check the voltage at screw 
terminal No. 8 on the lower 
card of the panel meter. 
Check connections at screw 
terminals and check voltage. 
Should be approximately 5V. 
If voltage is not present 
replace PC board. 

Replace meter. 



RF CALORIMETER SYSTEM 



Refer to Figure 5-4 for location of header Jl. J1 will be used as a test 
header throughout the remainder of the troubleshooting procedures. Figure 
5-6 gives the pin functions for header Jl. 



PROBLEM 



POSSIBLE CAUSE 



REMEDY 



Flow indicator 
inoperative 



Poor cable connection Check cable connection 

at load/sensor unit and 



■ ^ 






Loose or disconnected 
wires 



Check connection of Jl on 
flow indicator PC board. 



Faulty flowmeter Check frequency at pin 8 of 

header Jl. If frequency is 
not approximately 350Hz and 
the reading is erratic, then 
proceed to replace 
flowmeter. 



Flow circuit 
defective 



Check the voltage at pin 10 
and frequency at pin 8 of 
header Jl. The voltage 
should be approximately IV 
and the frequency 
approximately 350Hz. If 
these readings are not 
present proceed to replace 
PC board. 



Faulty indicator 



If all of the above 
corrections have already 
been tried, proceed to 
replace flow indicator 
PC board. 
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C. unscrew the cable assemblies from the input temperature sensor 
and flow meter, 

d on the inside of the front panel remove the six 1/4-20 x 5/8 hex 
head bolts securing the load to the front panel. Note - ^ 

bolts securing the load to the front panel ®"^®. 

conductor assembly will be disconnected. rltistor 

it from being damaged by falling off. Position 
half way through the front panel and temporarily ^® 

conductor to the load body. Use two or three of the 
finger tight for this purpose. Having the load resistor half way 
thrLgh the front panel will allow enough clearance to ^®“^® ^® 
flowmLer and input sensor assembly from the lo^^/®t®r by 

firmly holding the water chamber and turning the flowmeter 
countLclockwise with a 1-1/8 end-wrench. The load can now be 
removsd from the front panel* 

e If the load resistor is to be returned to the factory for 
r;pair, store components with the load/sensor unit until further use 
Zlsnlt the factory. If the unit is to be field 

with resistor replacement instructions as described in Section VIII 
Internal Repair Of The Iioad Resistor. 

f Replace the load resistor by careful reversal of the preceding 
p;ocedSe. Be sure to replace coolant (see 1-24, Drainage and 
Filling) . Check for leaks, especially at restored connections. 
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( 6 ) 1/4 - 20 X 5/8 HEX HEAD BOLTS 



FIGURE 5-1. RE LOAD RESISTOR REMOVAL 
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1. OUTPUT SENSOR ASSEMBLY ( TEMPERATURE SENSOR ) 

2. FLOW SWITCH SENSOR ASSEMBLY 

3. FLOW SWITCH BODY 

4. INPUT SENSOR ASSEMBLY ( TEMPERATURE SENSOR ) 

5. FLOW METER 




5-10. PUMP/MOTOR REMOVAL 



5-11 For removal of the pump/motor observe that it should not be necessary 
to remove the load resistor as previously discussed; however, the fan panel 
and perhaps rear panel should be taken off. Then proceed as follows: 

a. Drain the unit of coolant by unscrewing plug at lower rear. 

b Release the side fan panel by simply removing the 18 truss head 
screws on its periphery. To detach panel completely just unplug wxre 
connections. Note: Observe proper wire connections for reassembly. 

If it is necessary to remove the back panel, the coolant gauge 
must be removed and the sensor box detached from its mounting. 
Remove the coolant gauge by unscrewing the two special 3/4 hex bolts 
securing it. Be careful not to lose the two spacer collars and 
0-Ring seals located between the gauge and coolant tank. The sensor 
box assembly is detached by removing three 4-40 x 1/2 truss head 
screws located on the back panel above and to the sides of the 9 pm 
connector. Support the sensor box by hand when removing the screws. 
When free, position the sensor box inside the load/ sensor unit so 
that it will not interfere with pump/motor removal. Remove the (16) 
8-32 screws in the back panel and it will come right off. 

d. Detach 3-wire cable from the 3-lug terminal block on the inside 
of the front panel. For reference, the color codes of the motor 
supply wires generally match the input wires with the green ground 
wire going on the blue ground wire from the socket. Note these wire 
connections carefully before detaching. 

e. Loosen the hose clamp nearest the pump on the input hose and 
carefully loosen it from the 90'* input elbow at the center of the 
volute. In the same manner loosen the output hose from the strainer 
output assembly (refer to Figure 5-2) • 

f. Reach under the input elbow and loosen the hose clamp on drain 
fitting at the base of the volute. Disconnect hose from fitting. 

g Using a 9/16 hex socket extension wrench or a small, flat 
end-wrench, remove the two 3/8-16 nuts from base studs holding toe 
motor base. Lift the motor slightly to clear the studs then 
carefully inch the pump assembly forward while detaching the hoses. 
The pump will have to be turned to a position where the strainer 
assembly will fit under load housing. The freed assembly may be 
lifted from the equipment out the open side. Remove wires, i 
required y noting connections. 

h. Before removing the fittings, note their positions carefully. 
Just twist off, counterclockwise, input and output assemblies, 
respectively. Watch the slight downward tilt of the 90° input elbow. 
Carefully store the detached parts with the load/sensor unit an 
return the pump/motor to the factory for replacement. Note - Be sure 
to also remove small drain hose fitting. 
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i Reverse all preceding procedures to reinstall. When restoring 
threaded fittings, coat external threads thoroughly with a good prpe 
sealing compound. Twist on until the threaded joints are tight and 
the parts are back in the same alignment (see Paragraph 5-9f) . Use 
"to rewire to same terminal block connections. 
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REMOVE OUTPUT HOSE 



FIGURE 5-2. PUMP/MOTOR REMOVAL. 
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CENTRIFUGAL PUMP 2 . DRAIN FITTING 3 . STRAINER 4 . COOLANT CONTROL VALVE 




5-12. WATER FLOW SWITCH REMOVAL 



5-13 TO remove the water flow (safety control) switch, proceed with load 
resistor removal instructions per Paragraph 5-7. Disconnecti^ of the 
output temperature sensor and cable assembly will be retired. The sensor 
subassembly may be removed along with the hex adapter busMng on the flo 
switch output. It is not necessary to loosen tte flow switch sensor unit 
when removing the entire flow switch, refer to Figure 5-1. 



a Undo the cable clamps and release the flow switch wire harness 
from the frame. Detach the black wire from the thermoswitch ^st. 
The orange or yellow wire is disconnected from the terminal block 
moun^Bd on tli© insid© of tlie front pan©l. 



b. NOW, using special care, hold the adapter fitting on the load 
output with a 1-1/16 end-wrench and carefully twist off the flow 
switch. Be sure not to stress any other parts of the configuration. 



*********************************************************** 



CAUTION 



* 

* 

* Do not remove any fittings from the water changer. 

* The threads could be damaged, and it may be difficult 

* to restore them to their original positions while 




c. Remove the entire flow switch by turning it in a 
counterclockwise direction. Be sure the load output adapter has not 
been removed with the flow switch. If it has, remove it before 
returning the flow switch to the company for repair or replacement 
and consult with the factory. 

d. Replace the flow switch by simply reversing the preceding 
procedure. It is important when replacing all water fittings to 
carefully coat threads with a good pipe joint sealing compound. When 
reinstalling the switch assembly twist on the components until switch 
body is in original angular alignment. 

e. Restore plumbing and wire connections the same as removed. 
Refill equipment with coolant to proper level. Check the refitte 
joints thoroughly and test the switch operation by a preoperational 
run without RF power; run coolant pump a few minutes without top 
panel, and inspect for leaks. 



5-14. TIME DELAY RELAY 

5-15. The time delay is an integral component, factory set for the 
operation of this equipment; i.e., an approximately two ^cond delay, 
isolated circuit relay (see Paragraphs 2-15 and 2-16) . The relay is 
situated on the upper left inside of front panel mounted in an octal socket. 
The relay cartridge cannot be disassembled or repaired in the field, 
faulty unit should simply be replaced, as follows; 
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a. Loosen the 8-32 pan head screw at the top of the relay clamp and 
push slightly to release the retaining prongs of clamp. Pull delay 
relay cartridge straight out of the socket. 

b. To replace the relay, reverse the preceding procedure. The 
socket is an ordinary octal type. When inserting the relay, rotate 
the cartridge for alignment of center post nub in the socket. 

c. prongs of clamp match side slots in the socket holder. Fit 
clamp in the slots and tighten the head screw snugly. 

5-16, COOLANT STRAINER CLEANING OR REPLACEMENT 

5-17. To check or replace the screen of the coolant strainer follow the 
steps below: 

a. Remove the 18 8-32 x 5/16 inch truss head screws from the 
periphery of the fan panel* 

b. Carefully remove the fan panel. Tilt it slowly forward until 
there is enough room to reach behind the panel and disconnect the fan 
wire from the terminal strip mounted on the inside of the front 

panel. 

Note; observe proper wire connections for reassembly. 

c. Set the panel aside and notice the strainer in the coolant line 
just above and to the side of the pump motor, refer to Figure 5-2. 

d. If the strainer sediment bowl and screen do not appear to have 
any amount of residue, proceed with step h, and reassemble the unit. 
If, however, the sediment bowl and filter screen are contaminated, 
proceed with step e. 

e. Partially drain the unit until the coolant level is below the 
level of the strainer. Cover the pvimp motor with a cloth to catc 
any spillage when the sediment bowl is removed. 

f. The thread on the sediment bowl is a right hand thread. Grasp 
the sediment bowl in your hand and remove it by unscrewing it in a 
clockwise direction, as viewed from the top. When unscrewing the 
sediment bowl be careful not to cut your hand on the sharp fins of 
the heat exchanger. These fins, although very sharp, are made of 
thin gage aluminum and are easily bent and dented. Care must be 
taken not to dent these fins as it will reduce the efficiency of the 
heat exchanger. 

g. When removing the sediment bowl, the filter screen may remain in 
the strainer body; remove it for cleaning as well. Rinse t e 
sediment bowl and filter screen under clean running water. If the 
stainless steel screen should become disfigured or blocked beyond 
cleaning, it should be replaced. 
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h. Reassemble the strainer and load by reversing the above 
procedures. Position the filter screen in the strainer bowl and be 
sure the green gasket is properly positioned in place before 

reassembly. 

i. Refill load/sensor unit to proper coolant level (refer to 
Section 1-24, Drainage and Filling). 

Note: The coolant control valve is used for factory calibration 

procedures for coolant flow. It must no t be tampered with or 

adjusted for any reason other than precise factory calibration. 



5-18. FLOWMETER REMOVAL 

5-19. TO remove the flowmeter, take off the top panel by removing 18 screws 

around its perimeter. Lift off the top panel assembly by the handles. 

Refer to Figure 5-1 for the following procedures: 

a. tfiiscrew drain plug at center of rear panel of unit and allow 

coolant to drain. NOTE: Be careful not to mislay tois plug. Do not 

replace it with any substitute plug. Using an ordinary screwdriver, 
unscrew the hose clamp on both the input and output sensor assemblies 
and remove the hoses. Also disconnect the cable assembly from the 
input temperature sensor. 

b. On the inside of the front panel remove the six 1/4-20 x 5/8 hex 
head bolts securing the load to the front panel. Note: ^en the six 
bolts securing the load to the front panel are removed the outer 
conductor assembly will be disconnected. Hold this assembly to keep 
it from being damaged by falling off. Position the load resistor 
half-way through the front panel and temporarily reattach the ou er 
conductor to the load body. Use two or three of the 

finger tight for this purpose. Having the load resistor half way 
through the front panel will allow enough clearance to remwe the 
flowmeter and input sensor assembly from the water chamber. This is 
done by firmly holding the load water chamber and turning the 
flowmeter counterclockwise with a 1-1/8 end-wrench. Notice the 
angular position of the flowmeter and temperature sensor to the load 
before removal as it must be returned to this position when 
reinstalled. 

c. Flowmeter can now be removed from the input temperature 

assembly. Remove the tru-seal fittings from the flowmeter ^d thread 
them on the new flowmeter until they bottom out. Use Teflon or an 
equivalent type of plumber's tape on the threads of the flowmeter to 
insure a proper seal when reinstalling. Note: When applying 

plumber's tape to threads, take care to start applying tape at a 
minimum of 1 thread from the end, so no tape can get trapped inside 
the plumbing and clog flovmieter. 

d. Thread input end of flowmeter into input temperature ass^ly 
until snug then tighten. Flowmeter must be in same angular ^sition 
as the temperature sensor as shown in Figure 5-1. Note position o 
arrow on flowmeter when assembling. Arrow should be pointed away 
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from input temperature assembly. Thread output end of flowmeter into 
water chamber of load resistor until snug then tighten. Flowmeter 
must be in the same angular position with the load as shown in Figure 
5-1. Tighten tru-seal fittings. The tru-seal fittings are used to 
allow proper positioning of the flowmeter without the risk of leaks. 



e. Replace the load resistor by careful reversal of the 
procedure. Be sure to replace coolant (see Drainage and 
Check for leaks, especially at restored connections. 



preceding 
Filling) . 
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FIGURE 5 - 3 . LOAD/SENSOR UNIT INTERNAL STRUCTURE. 




8. FAN AND FAN CAPACTIOR 




5-20. CONTROL UNIT REPAIR/REPLACEMENT 



5-21. This section shows PC board component layout and test points to aid 
operator. Follow troubleshooting chart while referring to this section. 

5-22. Remove the four screws that secure the cover to the control unit. 
This will expose the control unit's internal circuitry. 

*********************************************************** 

* WARNING * 

* * 

* The potential of electrical shock exists. Operator * 

* must use caution when performing internal testing or * 

* making adjustments to avoid bodily contact with * 

* potentials. * 

*********************************************************** 

FIGURE 5-4. MAIN PC BOARD COMPONENT LAYOUT 
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FIGURE 5-5. 



FLOW INDICATOR PC BOARD COMPONENT LAYOUT. 
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FIGURE 5-6. TEST HEADER PIN FUNCTIONS. 




PIN 


1 


Input voltage reference +5V 


PIN 


2 


Input voltage ratio 


PIN 


3 


Input tennperature voltage 


PIN 


4 


Input temperature 


PIN 


5 


Supply voltage -f5V 


PIN 


6 


Supply voltage +15V 


PIN 


7 


Ground 


PIN 


8 


Flow frequency 


PIN 


9 


Supply voltage -15V 


PIN 


10 


Flow voltage 


PIN 


11 


Output temperature 


PIN 


12 


Output temperature voltage 


PIN 


13 


Output voltage ratio 


PIN 


14 


Output voltage reference +5V 
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5-23. SYSTEM COMPONENT REPAIR/REPLACEMENT 



5-24. After troubleshooting the complete calorimeter it may be necessary to 
repair or replace one of the following components: 

a. Sensor csJole 

b. Perform a temperature sensor realignment 

c. Replace temperature sensor 



5-25. SENSOR CABLE 



5-26. Remove sensor cable connectors from mating connectors 
control unit and load/sensor unit. This is done by unscrewing 
mounting screws and pulling straight back on connector. 



on both the 
the connector 



5-27. Pin to pin continuity from connector to connector can now be checked 
using a standard VOM. Refer to Table 5-2 for pin to pin connection. Any 
shorts or opens contrary to Table 5-2 require replacement of the sensor 

cable. 



Table 5-2. Sensor Cable Pin Connections. 



Connector 1 Connector 2 

Pin ^ 




Outside connector shells are at system ground 
and should be electrically connected together. 



5-28. TEMPERATURE SENSOR REALIGNMENT 

5-29. Each temperature sensor will have a voltage output of 10mV/°C. If 
sensors are out of calibration (after temperature stabilizes the sensors 
should read within ImV of each other) the following procedure for 
realignment must be performed: 



a. Circulate water through the system until sensors stabilize. 
Measure ten®)erature of circulating water and voltage output (pins 4 
and 11 of header Jl, Figure 5-6) of both sensors. Each sensor s 
output should read within ImV, at header. This output voltage is 
determined by the water temperature in °C. 
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Example: Water temperature is 5.5°C. Output voltage of both sensors 

then will be adjusted to lOmV x 5.5 = 55mV. 

b. To adjust the output voltage, adjust 25K ohm potentiometer (Rl 
or R2) until proper settings are reached. 



5-30. TEMPERATURE SENSOR REPIACEMENT 



5-31 To replace a temperature sensor take off the top panel by removing 18 
Lre;s aro^^d its perimeter. Lift off top panel assembly by the handles. 
To remove sensor follow the procedure below: 



a. Remove sensor cable assembly by unscrewing the circular 
connector, 

b. Temperature sensor can now be removed by gripping sensor housing 
and turning by hand counterclockwise. Take care not to lose 0-Ring 
on bottom of housing. 



C To install new temperature sensor assembly reverse the above 
steps. Take care to make sure 0-Ring is properly seated in housing 
when screwing in temperature sensor assembly. Hand tighten this 
assembly. 



d. Complete calibration is now required (see Section VI) . 



5-32. CUSTOMER SERVICE 

5-33. Bird Electronic Corporation maintains a complete repair and 
calibration department at our corporate headquarters. This department is 
set up to provide the best possible service of Bird equipment. 

5-34. All instruments returned for service must be shipped prepaid and to 
the attention of the Customer Service Group. 



Bird Electronic Corporation 
30303 Aurora Road 
Cleveland (Solon ) , OH 44139 
Phone: 216-248-1200 

Cable: BIRDELEC 

Telex: 706898 Bird Elec UD 



5-35. REPACKAGING 

5-36 Should you need to return the calorimeter, or associated parts, use 
the original shipping package if possible. If the original package is not 
available, use a heavy duty corrugated box with shock-absorbing material 
around all sides of the unit to provide firm cushion and to prevent movemen 
in container. Container should be properly sealed. 
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SECTICSN VI — CALIBRATION AND TEST PROCEDURES 



6-1. GENERAI. 

6-2. This section contains information on both high and low power 
calibration. 



6-3. 

ITEM 

1 

2 

3 

4 

5 

6 

7 



REQUIRED TEST EQUIPMENT 

qty type unit 

1 DC Millivoltmeter 

1 DC Power Supply 

1 AC Ammeter 

1 AC Voltmeter 

1 Potential Transformer 

1 Thermometer (Mercury) 

1 AC Signal Source 



RECOMMENDATIONS 

Digitec 268 or Equivalent 

Sorensen QRD30-1 or Equivalent 

Y.E.W., Model 2013-09 

Y.E.W., Model 2013-17 

Y.E.W. , Model 2261 

0® to 30® Centigrade 
(0.1® Accuracy) 

20kW Output Minimum at 50 
or 60Hz 



6-4. CALIBRATION PROCEDURE 

6-5. Calibration Procedure - Calorimeter. 

a. Connect load/sensor unit and control unit operating power cords 
to the appropriate voltage supply of 115V/60Hz or 230V/50Hz. 

b. Check control unit's ac line module for correct selection of 
line voltage. 

c. Turn on control unit by pressing ON/OFF button on front panel. 

d. Turn on load/sensor unit by placing ON/OFF rocker switch in the 
ON position. 

6-6. TEST EQUIPMENT PREPARATION 

a. Turn dc millivolt meter on. 

b. Turn dc power supply on. 

c. Remove filler plug from the load/sensor unit and insert the 
thermometer into the coolant in the tank. 

d. Connect the calorimeter sensor cable, P/N 6080-320-1, to connector 
at the back panel of the load/sensor unit and back panel of control 
unit. 
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e Connect the ac signal source output cable to the load/sensor 

^^it input connector but leave the ac power so urce turned of£. 

f. connect Y.E.W. meters, if not already connected, as illustrated 

in Figure 6-1. 

g. Leave the above equipment on for 15 minutes, to stabilize, 
before continuing. 

, 7 ^ temperature calibration 

S;. iz-r 

Eiay continue . 

b. Remove four screws from upper cover to expose control unit 
internal circuitry. 

**********************************************************; 



WARNING 



* The potential of electrical shock exists. Operator ^ 

* must use caution when performing internal testing or ^ 

* making adjustments to avoid bodily contact with ^ 

* potentials. ^ ^ ^ . . ^^^^^^^^^^^^.^tt************************** 



c. Short the inputs to the temperature OP Amps by: 

1. Disconnecting the sensor cable from the rear panel 
connector of the load/sensor unit. 



2 Short pins 3 and 12 of PC board connector Jl to PC 
board ground. See Figure 6-2 for pin notations. 

a Connect the negative lead of the dc millivoltmeter to PC board 
^;o«n?.na me posltiv. l..d of tho dc mllllvoltmet., to the output 
temperature, pin No. 11 of header Jl. 

e set the dc millivoltmeter to the 200mV range, or 
obse^fthe indication on the voltmeter. Then adjust the voltage at 
(output te«..) by turulu, the offset mil 

to read zero +20 microvolts. For location oi j 

potentiometer see Figure 6-2. 

f Move the positive lead of the dc millivoltmeter to the input 

SS"tL'’offs^^^^ Ilf po"2!omfter“tllT tL OP 

Sf to %rSuce an^ftpufvoltage of zero volts when the input 
Sage is zero volts. Disconnect the shorting jumpers from pins 3 
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cable to the rear panel of the 



and 12 and reconnect the sensor 
load/ sensor unit. 



g. With the negative lead of the dc millivoltmeter still coni^ct^ 
to PC board ground measure and record the voltage at pin ^ ( TEMP 

o«tr>na pin? “tikp inl ol h.ndnr al Uee rignre 6-2). ®en «.a 

and record the coolant temperature in the load/sensor unit tank. 
Check these values three times to insure repeatability. Substitute 
these values into Equation 5 to solve for ”r”. 



Equation 5. 



V 

TEMP 

10 (Ta + 273) 



Where; r = Temperature calibration ratio. 

Ta = Ambient temperature of coolant in ®C. 
(Thermometer Reading) 

^TEMP = Voltage measured at ( TEMP in) and 
C TEMP out) in millivolts. 

Calculate for ”r” using both the measured ( TEMP in) and 
(^TEMP out) values. 



Example 1: 



Ta = 25®C 
TEMP in = 600mV 
^TEMP out = 610mV 




r 



1 



^TEMP in _ 600 ^ 

“10 (Ta + 273) 10 (25 + 273) 



600 _ 6^ _ 0.2013 

10 X 298” 2980 



r 



2 



^TEMP out _ 610 _ 610 _ 

"lO (Ta + 212 ) 10 (25 + 273) 10 x 298 



610 ^ 0.2046 

2980 



h. V may now be determined by Equation 6. 

6 

Equation 6. = r x lOOmV 

Calculate for using r^ and r^ for both input and output 

ten^erature OP-Amps respectively. 



Example 2: ~ 0.2013 

r;: = 0.2046 

V ^ = r X lOOmV = 0.2013 x lOOmV = 20.13mV 

X lOOmV = 0.2046 x lOOmV = 20.46mV 

B2 2 

i. Set the ON/OFF switch of the control unit to OFF. Set switch SI 
on the PC board to position shown in Figure 6-3. Connect the dc 
power supply and the dc millivoltmeter as described below. 

DC Power Supply: Positive lead to (output temp.) pin No. 11 

of header Jl. 

Negative lead to ground. 
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DC Voltmeter: 



Positive lead to (output temp.) pin No. 11 
of header Jl. 

Negative lead to ground. 

j. Adjust the do power supply output to read lOOmV ±10 microvolts 
on the dc mil li voltmeter using the 200mV range. Keeping the voltage 
at this level in the following adjustments is very critical. 



k. When lOOmV is stable remove the positive lead of the dc 
millivoltmeter and connect to pin No. 13 of header Jl. Now adDUst R8 
ratio adjust potentiometer, to read the value calculated for 
output tenperature OP Amp. When this is done reconnect the positive 
lead of dc millivoltmeter back to pin No. 11 of header Jl (output 
temp.) to check if the lOOmV is still being applied. If not, adjust 
to lOOmV and adjust your value again. This may take a few times 

to reconcile. 



1. Keep the ON/OFF switch of the control unit in the OFF^ position. 
Set switch SI on the PC board to position shown in Figure 6-4. 
Connect the dc power supply and dc millivoltmeter as shown below. 



DC Power Supply: Positive lead to (input temp.) pin No. 4 

of header Jl. 

Negative lead to ground. 

DC Millivoltmeter: Positive lead to (input temp.) pin No. 4 

of header Jl* 

Negative lead to ground. 



Again adjust the dc power supply output to read lOOmV ±10uV on the dc 
millivoltmeter using the 200mV range. Keeping the voltage at this 
level in the following adjustments is very critical. 



m. When lOOmV is stable remove positive lead of the dc 
millivoltmeter and connect to pin No. 2 of header Jl. Now adjust R , 
(ratio adj.) potentiometer, to read the V value. When this is 
done, reconnect positive lead of dc millivoltmeter back to the (input 
temp.) pin No. 4 of header Jl to check if the lOOmV is still being 
applied. If not, adjust to lOOmV and adjust the value again. 
This may also take a few times to reconcile. 



n. Remove dc power supply leads and return switch SI to its center 
position and turn the control unit on. 



O. Set the dc millivoltmeter selector switch to the 2V range and 
connect the positive clip lead to (input temp.) pin No. 4 of header 
Jl and negative lead to ground (see Figure 6-5). Adjust Rl (temp, 
cal.) potentiometer, to read the same temperature as the thermometer 
in the coolant (Using lOmV = 1°C.) 



p. Keep the dc millivoltmeter on 2V range, move the positive clip 
lead to the (output temp.) pin No. 11 of header Jl and leave the 
negative lead attached to ground. Adjust R2, (temp, cal.) 
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potentiometer, to also read the same temperature as the thermometer 
in the coolant. 

q. Place the ON/OFF switch of the load/sensor unit in the OFF 
position and wait a few minutes to allow the control to 
stabilize. Short pin 10 of PC board connector J1 to PC board ground. 
Set dc millivoltmeter on 200mV range and connect the positive clxp 
lead to the side of R26 that is canmon to pin 6 of op. amp. 03 as 
shown in Figure 6-6. Adjust potentiometer KL3 to read zero on the dc 
millivoltmeter. When this is done, remove all clip leads. 



r. Place the ON/OFF switch of the load/sensor unit in the ON 
position and check unit calibration by pushing in (CAL) button on the 
front of the control unit. Adjust the potentiometer on the front of 
the control unit for the display to read zero. Then switch the (CAL) 
button to the out position and, if necessary, readjust the front 
panel potentiometer for a calorimeter reading of zero. 




******** 

* 

* 

* The following sections of this procedure involve the 

* application of high power to the load/sensor unit. The 

* following precautions must be observed to insure 

* operator safety as severe burn or possibly death may 
result. 



1. Make sure that the coaxial power cable connector 
is securely fastened to the load/sensor unit and that 
the load/sensor unit is running before turning on the 
ac power source. 

2. Ensxire that all Y.E.W. meter connections are tight 
before turning on ac power source. 

3. High voltage is present at the terminals of the 
Y.E.W. meters when the ac power source is on. Keep 
clear of these terminals. 

4. Completely shut down the ac power source before 
changing the Y.E.W. meter connections, unplugging the 
load/sensor unit or removing the power cable from the 
load/sensor unit input connector. 



* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 

* 
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LOW RANGE POWER CALIBRATION - 

a. Connect Y.E.W. meters as shown in Figure 6-1. Make sure that 
all connections are tight. 
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b Push in button marked (LOW) on the control unit. Adjust front 
panel potentiometer for a zero display on the DPM. Then turn on ac 
signal source and adjust the power Variac to produce a reading of 10 
amps on the Y.E.W. ammeter. In this position the power source output 
will be approximately 5kW. 



c. Determine the actual power applied to the load/sensor unit 
coaxial input by reading the Y.E.W. meters and using Equation 7. 



Equation 7. Power = V x I x K 

Where: V = Voltage read at Y.E.W. voltmeter 

I = Current read at Y.E.W. ammeter 
K = Potential transformer ratio (20.067 for 2200V 
to llOV position) 



Excunple 3: V=25.6V 1 = 10 AMPS 

P=VxIxK= 25.6 X 10 X 20.067 
P = 5.14kW 

d. Adjust R17, (LO CAL) potentiometer on the control unit main PC 
board, slowly until the display of the DPM indicates the actual power 
being applied. After each adjustment allow the display to stabilize. 
Repeat steps 6-8c. and d. several times, due to power fluctuations, 
to assure accuracy of the unit to be within +2.5% of actual power. 
The error percentage can be determined by Equation 8. 

Equation 8: ^ _ Actual Power - Indicated Power ^ 

% error - Actual Power 

Where: Actual Power = Y.E.W. meter reading 

Indicated Power = Calorimeter reading 

e. Turn off ac power source 6ind allow load/sensor unit to run for 
several minutes to cool until calorimeter display is stabilized at 
zero. 



6-9, LOW RANGE FLOW INDICATOR CALIBRATION 

6-10. This section explains calibration of flow indicator LOW range. Refer 
to Fig\ire 6-7 while following the steps below. 

a. Place the control unit in low range by depressing the range 
selector button. Also place the flow control switch on the 
load/sensor unit to LOW range. (lOkW Calorimetric unit is low range 
only . ) 

b. Connect the positive lead of dc millivoltmeter to the common leg 
of resistors Rl and R2 and the negative lead to pin 2 of J1 on flow 
indicator PC board. Adjust the voltage between the common leg of 
Rl and R2 and pin 2 of Jl on flow indicator PC board to 687mV ± ImV 
by adjusting R3. 



- 47 - 



8630-600AS 




c. Disconnect mil live Itmeter and connect positive lead of frequency 
counter to pin 8 of header J1 on the main PC board and negative lead 
to PC board ground (see Figure 6-2) . The frequency output should be 
350Hz ± 5Hz. If it is, proceed to adjust RIO (flow indicator PC 
board) until the third LED is lighted, which represents 3.5 GPM. If 
the frequency output is not 350Hz ± 5Hz, the flow control valve will 
have to be adjusted appropriately. See Figure 5-3 for location o 
flow control valve. 



6-11, TEST PROCEDURES 

a. Testing LOW Power Range Accuracy - 

1. Set HI /LOW switch to LOW position and adjust CAL 
potentiometer until the display indicates zero. 

2. Turn ac signal source on and apply approximately lOkW, 14 
amps on Y.E.W. ammeter, and check to see that the calorimeter 
accuracy is within the ±2.5% specification as described above. 

3. Turn off ac signal source and allow load/sensor unit to 
cool until calorimeter's DPM display is stabilized at zero. 



4. Connect potential transformer and Y.E.W. meters as shown in 
Figure 6-8. 

5. Turn on ac signal source and adjust power to read 4.5 amps 
on Y.E.W. ammeter to check accuracy at approximately IkW. Use 
Equation 7 and new example as follows: 

Where: V = 56.9V = reading on voltmeter 

I = 4,5 amps = reading on ammeter 
K = 4 = ratio constant 

Example 4: 56.9V x 4.5 amps x 4 = 1.02kW 

The display reading should be within ±2.5% of actual power being 
applied. If not, recalibrate low range. 

6. Turn off ac signal source and let load/sensor unit run for 
several minutes to allow unit to cool. 

7. After cooling is complete, turn off power to load/sensor 
unit and control unit, 

8. This completes all calibration and unit is now ready for 
use. 
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FIGUPE 6-1. y.E.W. METER CONNECTIONS - HI POWER CALIBRATION 




VOLTMETER 



AMMETER 
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FIGURE 6-2. NULL TEMPERATURE SENSORS. 
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FIGURE 6-3. 



CALIBRATE OUTPUT TEMPERATURE SENSOR RATIO. 
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FIGURE 6-4. CALIBRATE INPUT TEMPERATURE SENSOR RATIO. 



C13 
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FIGURE 6-5. CALIBRATE TEMPERATURE SENSORS, 
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FIGURE 6-6. UNIT CALIBRATION. 




oint is common 
6 of U3. 
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FIGURE 6-7. FLOW INDICATOR CALIBRATION. 
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FIGURE 6-8. Y.E.W. METER CONNECTIONS - LOW POWER CALIBRATION, 
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SECTION VII - REPLACEMENT PARTS 



7-1. GENERAL 



7-2 The purpose of this section is to provide the user with a consum^ables 
typ; spare ^rts listing. Quantities used within the calorimeter are 

indicated. 



7-3. Refer to Figure 7-1 for location of spare parts. Item numbers 
correspond to call outs in Figure. 



L07UD/SENS0R UNIT PARTS: 



ITEM QTY. 



description 



PART NUMBER 



1 1 

2 2 

3 1 

4 1 

5 1 

6 1 

7 1 

8 1 

9 1 

10 1 

11 * 1 

12 1 



13 1 



14** 1 

15** 1 



Sensor Box Assembly (includes Items 2 s 3) 
Temperature Sensor Cables 
Flow Sensor Cable 
Flow Switch Assembly 
Ten 4 >erature Sensor Assembly (Input) 
Temperature Sensor Assembly (Output) 
Flowmeter 
Pump 115V 
230V 

Strainer 

Time Delay Relay - 115V 
- 230V 

Fan - 115V 
- 230V 

Coolant Gauge - 
Replacement kit includes: 

Body, self-sealing screws and 0-Ring seals 
RF Load Resistor 
Model 8631- ( ) 

Model 8635- ( ) 

Model 8638- ( ) 

AC line cord 
Fuse - 115V 
- 230V 



8640-633-2 

6080-096-1 

6080-025-2 

8630-035 

6080-095-1 

6080-095-2 

5-1145-1 

5-1053-1 

5-1053-2 

5-1676 

5-1627 

5-1625 

8630-644-1 

8630-644-2 

5-1200 



8731-101 

8730-101 

8738-101 

4421-055 

5-1828-34 

5-1828-30 



* Located on fan panel, which was removed in Figure 7-1 to expose 
load/sensor unit internal components. 

** Refer to Figure 1-1 for location of these parts. 

7-4. Refer to Figure 7-2 for location of spare parts. Item numbers 
correspond to call outs in Figure. 
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REPLACEMENT PARTS LIST [CONT>] 



CONTROL UNIT PARTS: 



ITEM QTY, 



DESCRIPTION 



1 1 

2 1 

3 1 



4 1 

5 1 

6 * 1 

7* 1 



Main PC Board 
Flow Indicator PC Board 
3-1/2 Digit Panel Meter 
with optional BCD output 
Cable Assembly, BCD Option 
Switch, power assembly 
AC Line Cord 
Fuse 



* Refer to Figures 1-1 and 1-2 for location of these parts. 



ADDITIONAL PARTS: 



ITEM QTY. 



DESCRIPTION 



1 1 



Sensor Cable 



PART NUMBER 



6080-306 

6080-318 

5-1910 

6080-315 

6080-305 

4421-055 

5-721-6 



PART NUMBER 



6080-320-1 



NOTE: Sensor cables can be purchased in various lengths. For more 

information contact Bird Electronic Corporation. 
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FIGURE 7-2 



REPLACEMENT PARTS ILLUSTRATION - CONTROL UNIT SECTION. 
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SECTION VIII - internal REPAIR OF THE LOAD RESISTOR 
8 - 1 . replacement procedure for resi stive element 

8-2. The water cooled load dc 

quickly and easily Paragraph 4-6 'of this manual a significant 

resistance check ^ or S?or any reason the resistive element 

change in resistance is note , aw availaJDle. Installation 

should fail, inexpensive replacement resistors 
is accomplished as described in this section. 

:r„ 

the following procedure; 

the 8730 series Load, refer to Section IV - Maintenance. 

a Drain coolant from the equipment by unscrewing ^*'® 

?^om Si lower face of the back of equipment (see Paragraph 1-25 of 
this instruction book). Do not mislay the drain plug. ^ . 

Signed drain plug for plugging, and do not reuse coolant (see 

Paragraph 1-21) . 

b. Remove the top panel of load/sensor unit. 

8-32 X 1/4 truss head screws and remove coolant filler plug. 

lid off by handles. 

R R2 X 1/8 socket set screw will appear on top of the water 
-a. the housin, ,10, 

wrench, remove the socket set screw and carefully retain 
reuse. 

d With a 7/16 end-wrench, unscrew the six 1/4-20 x 5/8 flange 
fro. Inside the front tanel. Fully tte. to 

telease’exterior flenges. Hotioe ground lug fro. teminul bloc . 

e using a lenther strap type pipe «:.»ch, or by ^ 

housing flange on the outside of the front panel, turn the housM 

“rt^rarrLct^^h 

r/tS tSsT°™scti ttrhisr«r»1. tu'Sre°ads are llsengaged and 
pull it out of the front panel. 

f. After removal of the load housing Ss^ll 

displacement of the center conductor assembly, ^®^LOaS 

Vrn\t TrTsT. %rtSs°iiS:^ t™he 

V 4 i 20 ^miinting screws placed through diametrically opposite flange 
holes, fastened thumb-tight. 
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The load resistor is now ready for repair. 



8-5. Resistor Removal - 

a. This water chaniber complex of the load resistor chamber assembly 
(3) , and flow switch with the attaching adapters may be dismounted, 
but this is not necessarily required or recommended. Do this only by 
carefully unscrewing the wired sensor plug of the flow switch, with a 
1-1/2 end-wrench. Do not disconnect wiring. Follow instructions of 
Section V, Paragraph 5-7 of this instruction book for entire load 
removal. 

*********************************************************** 



CAUTION 



* The adapter fittings are not normally removed from the 

* water chamber. They are very likely to leak upon 

* refitting to original position. 



* 

* 

★ 

* 

* 



The 0-Ring inlet seal (4) in the water chamber (3) may be removed and 
replaced if necessary (see Figure 8-1) . 

b. Notice that the process of resistor replacement for toe 
ECONOLOAD® Load Resistor is to be done with the unit held vertica y, 
connector end down. Handle gently and keep parts clean. 

c Remove the retainer sleeve (6) and 0-Ring sleeve backup (7). 
The inner flow tube (8) maybe removed. Next grasp resistor ground 
cap (9) and remove it by pulling with a slight rocking motion. 

d. The end of the resistor (1) will now be exposed. Carefully 
withdraw the resistor with a slight rocking motion if needed, from 
the load housing. Notice carefully at this point that the spacer 
ring (30) remains nested inside the resistor fitting (16) or (22) . 
It should be there at reassembly. If displaced it may have to be 
repositioned (refer to Figures 8-2 and 8-3 respectively or 
illustration). Be sure to bottom spacer ring. 

8-6 Inspection - At this point, inspect the resistor and visible internal 

in th. ..inrity of c.nen even in the event of • 
failure, the resistor substrate will remain intact. If so, continue toe 
procedure in this section, starting with Paragraph 8-7a. Use the special 
procedure for the replacement of fractured resistors or damaged internal 
parts, as the condition of the resistor or internal parts require. 

8-7. Resistor Replacement - Take particular care of °"tside surf^e of 
resistor (s) . Treating the surface gently, wipe with soft cloth, 
fire, sand, or use abrasive action. 

a. Insert the new resistor (1) into the load housing until it 
reaches the resistor fitting, then gently rotate and rock toe 
resistor until it starts to enter its way into the resistor fitting. 
Push the resistor into the fitting until it bottoms on the spacer 
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8 - 8 . 



ring. Be sure spacer ring (30) is in proper place. If the ^®®istor 
oooTtic! to be loose, refer to the procedure for the replacement of 
Src^ured resistors or damaged internal parts below for instructions 
on how to tighten the resistor fitting. 

b If damaged, replace the inner flow tube. If undamaged, place 
tiie original flow tube (8) inside the resistor (1) ^d ^ ^til 

It reaches the resistor fitting. Gently work and twist toe inner 
flow tube until it seats in the bottom of the resistor fitting. 

c Place the resistor ground cap (9) on the exposed end of toe 
resistor (see Figure 8-1) and press it into place. Slide the sleeve 
baci^p^ 0-Ring (7) down toe inner flow tube until it rests on toe 
Ld of the resistor. Then slide the retainer sleeve (6) do^ toe 
inner flow tube until it rests on the 0-Ring (7) , insuring th^^ the 
end of the retainer sleeve with the larger inside diameter goes on 

first. 

d. Check 0-Ring, inlet seal (4) to see that it is 

in its groove in the inside of water chamber subassembly *k 

this point, ordinarily, the water chamber 

dismounted. Be sure the screws are removed from the flange 

Snnetoing toe outer conductor assembly (see Paragraph 8-4f) . 

SInSoduL toe resistor housing (10) through toe front 

and into the water chamber, turning gently 

eventually bottoming in its original position. 

procedures of Paragraph 8-4 to restore original condition. Do 

replace top panel until the procedures in Paragraph 8-7e. have been 

completed, 

e Check the dc resistance between the outer and inner conductors; 
it should be approximately 50 ohms. If OK, fill «Went with 
coolant, performing the flush out procedures according to 5-5, 
Special Instructions and check for leaks. 

f. Note - After the completion of this or any of the r^istor 
repair procedures, we urge a lOkW test on ac 

load/sensor unit in operation for at least one-half hour and 
recheck of dc resistance before RF load use. 

replacement of fractored resistor or damaged internal parts 



8-9. Resistor Removal - 

a. The load should already be disassembled to the f step 

sl5d. NOW turn toe load on end, with the RF input connector up to 
alio; pieces of parts, if present, to fall out of toe load housing. 

b. Loosen and remove the 1/4-20 x 5/8 hex head screws ^ 

flanged end of the load housing assembly, as shown in Figure 8-1. 
SHuterconductor assenO^ly (19), (26), or (28) may now be easily 

removed. 
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C. Next remove the input center conductor assembly (see Figure 
8-1) , by pulling it out of the load housing assembly (10) . 

8-10. Input Center Conductor Assembly - 

a. Model 8730-101, 1-5/8" EIA flanged input connector only, Figure 



1. Remove the 1/4-20 x 3/4 pan head machine screw (20) and 1/4 
split lockwasher (21) by unscrewing item (20) while holding the 
center conductor (18) stationary. The center conductor (18), 
the center conductor adapter (17) and the insulator (15) may now 
be easily removed from the rest of the assembly. 

2. Remove the resistor fitting (16) by pushing the exposed end 
of the fitting into the outer flow tube (13) . The resistor 
fitting and any broken pieces of resistor will then fall from 
the opposite end of the outer flow tube (see Figure 8-2) . 

3 Inspect all 0-Ring seals, metal and internal parts for 
dLnage. The metal parts may be discolored or oxidized and may 
be cleaned by rubbing with fine steel wool. The Teflon parts 
are cleaned with soap and water; however, if any of the internal 
parts are damaged they must be replaced to insure proper 
electrical and/or thermal performance of the load. Insert the 
replacement resistor (1) into the resistor fitting (16) . If the 
fitting is loose press the slotted finger contacts of the 
fitting together slightly and try the resistor again. Continue 
this procedure until a snug fit is obtained. 

4. Reassemble input center conductor assembly. First replace 
0-Ring, outer flow tube seal (14) , if necessary, then insert 
resistor fitting (16) in position in the outer flow tube (13) as 
shown in Figure 8-2. Replace insulator (15), center conductor 
adapter (17) , and center conductor (18) . Tighten in place with 
1/4-20 X 3/4 pan head machine screw (20) and 1/4 split 

lockwasher. 

b. Model 8731-101 3-1/8" EIA flanged and Model 8738-101 3-1/8" 
unflanged input connector. Figure 8-3. 

1. Loosen and remove the 3/8-16 hex nut (24) and the 3/8 split 
lockwasher (25) with a 9/16 socket or nut driver while holding 
the center conductor stationary. The center conductor (23) for 
Model 8731 or (27) for Model 8738 and the insulator (15) may now 
be easily removed. 

2. Remove the resistor fitting (22) by pushing the exposed 
threaded end of the fitting into the outer flow tt^e (13). The 
resistor fitting (22) and any broken pieces of resistor will now 
fall from the opposite end of the outer flow tube (see Figure 

8-3) . 
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11 . 



3 inspect all internal parts and O-Ring seals for damage. 

a^agS^they must be replaced to insure the proper electrical 
and/or thermal performance of the load. 

4. insert the repl.ce.ent resistor (1) ‘f''’ “tte^'SSS 

t’io'i Tf the fitting is loose press the slotted ringer 

SSSs together slightly and try the resistor eg.in. Continne 
this procedure until a snug fit is obtained. 

5. Reasseiriole the input center conductor assembly 

‘nS:^S. 1^e.°rn1:?t re“S:^r'i^tinni.’^>^^4i« 

‘rseir/ jroen^e^’ cinder. Clir^^ei SI. „d 

(27) for Model 8738, and tighten in place with 3/8 1 
(24) and 3/8" split lockwasher (25). 



Final Assembly - 

a Replace the input center conductor assembly by lowering it into 
t^e fTangS end of^^the load housing assembly (see Figure 8-1), and 

pressing it in place. 

b Remount the outer conductor assembly (19) for Model 8730, (26) 

tighten the six 1/4-20 x 2/8 hex head cap screws (31) securely (see 
Fig\ire 8-1) . 



Continue with instructions given in Paragraph 8-7a 



■hhrouah e. 
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FIGURE 8-1. SERIES 8730 RF LOAD, EXPLODED VIEW (MODEL 8731 SHOWN). 
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8-12 REPLftCEMENT PARTS LIST 

8-13. models 8731-101. 8738-101 AND 8730-101 LOAD RESISTORS F OR 
LOAD/SENSOR UNIT - 

8-14. Item numbers are equivalent to circled numbers on figures. 



ITEM QTY, 



DESCRIPTION 



PART NUMBER 



1 

2 

3 

4 

5 

6 

7 

8 
9 

10 

11 

12 

13 

14 

15 



1 

1 

1 

1 

0 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 



Resistor 

Resistor Grovind Cap Rear Seal 0-Ring 
Water Chainber Subassembly 
Inlet Seal 0-Ring 
(Hose Nipples Omitted) 

Retainer Sleeve 
Sleeve Backup 0-Ring 
Inner Flow Tube 
Resistor Ground Cap 
Assembly Housing 

Resistor Ground Cap Internal Seal 0-Ring 

8-32 X 1/8 Cup Point Socket Set Screw 

Outer Flow Tube 

Outer Flow Tube Seal 0-Ring 

Insulator 



8731-021 

5-176 

8731-025 

5-430 

8731-023 

5-1142 

8731-022 

8731-007 

8731-002 

5-187 

Standard 

8731-016 

5-099 

8731-018 



Front Connector Parts Assigned Per Model Type Below: 



LOAD/SENSOR UNIT 


fMndel 8635) 8730-101 - 1-5/8" 


EIA Flanged Connector - 50 ohms 


(1) 

16 1 

17 1 

18 1 

19 1 

20 1 

21 1 

LOAD/SENSOR UNIT 


Center Conductor Assembly 

Resistor Fitting 873qIo09 

Center Conductor Adapter ° 

Center Conductor o 77 o"nn 9 

Outer Conductor Assembly 8730-uu^ 

1/4-20 X 3/4 Pan Head Machine Screw Standard 

1/4 Split Lockwasher Standard 

(Model 8631) 8731-101 - 3-1/8" EIA Flanged Connector - 50 ohms 


(1) 

22 1 

23 1 

24 1 

25 1 

26 1 


Center Conductor Assembly 
Resistor Fitting 
Center Conductor 
3/8-16 Hex Nut 
3/8 Split Lockwasher 
Outer Conductor Assembly 


8731-017 

8731-015 

Standard 

Standard 

8731-004 


LOAD/SENSOR UNIT 


(Model 8638) 8738-101 - 3-1/8" 


' Unflanged Connector - 50 ohm 


(1) 

22 1 

24 1 

25 1 

27 1 


Center Conductor Assembly 
Resistor Fitting 
3/8-16 Hex Nut 
3/8 Split Lockwasher 
Center Conductor 


8731-017 

Steindard 

Standard 

8738-005 
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REPIACEMENT PARTS LIST [CONT.] 



ITEM QTY. 
28 1 



DESCRIPTION 
Outer Conductor Assembly 



PA RT NUMBER 
8738-002 



For All Models 

29 6 

30 1 



1/4-20 X 5/8 Hex Head Cap Screw 
Resistor Fitting 



Standard 

8731-008 
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SECTION IX - BINARY-CODED-DECIMAL (BCD) OUTPUT CONNECTOR 



9-1 



GENERAL 



9-2 A 25-pin D-shell connector for the Binary-Coded-Heclmal outputs xs 
prodded on the upper left hand portion of back panel of the ^f^ital control 
unit. A drawing of the pin locations for same, with description of the pin 
assignments is provided in Figure 9-1. 

figure 9-1. BCD CONNECTOR PIN FUNCTIONS. 




Pin NOe 

1 

2 

3 

4 

5 

6 

7 

8 
9 

10 

11 

12 

13 



Function 

BCD 100 
BCD 200 
BCD 400 
BCD 800 
NC 

BCD 10 
BCD 20 
BCD 40 
BCD 80 
BCD 1 
BCD 2 
BCD 4 
BCD 8 



Pin No, 

14 

15 

16 

17 

18 

19 

20 
21 
22 

23 

24 

25 



Function 



BCD Ground 

Hold 

NC 

BCD 1000 
+5V 

OE3 (Tens) 

OE2 (Hundreds) 

OE4 (Units + Overrange) 

OEl (Thousand + Polarity) 

Overrange 

Polarity 

Data Valid 
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9-3. SUPPLY WIRING (See Fiqvtre 9-1) 

a. Pin 18 must be powered by an external power supply, which must 
supply a regulated power of +5Vdc @ 6mA. 

Pin 14 is connected to the external power supply ground. 

IMPC®TANT NOTE; 

BCD output and logic signals are referenced to the external power 
supply. 

9 - 4 . LOGIC INPUT WIRING (See Figure 9-1) 

a. All Output Enable (OE) lines are internally pulled to ground 
through a 100k ohm resistor. 

For a multiplexed BCD output, each digit can be disabled by putting a 
Logic "1" (+5Vdc) on its OE line, and enabled by disconnecting it or 
pulling the OE line down to Logic "0" (OVdc) . 

b. Putting a Logic "1" (+5Vdc) on Data Hold (Pin 15) locks the 

present data into the output storage latches vuitil the Data Hold is 
returned to Logic "0" (OVdc). With removal of Logic "1 , Data Hold 
will automatically return to Logic "0". 

9-5. DATA OUTPUT WIRING 

There are three commonly used output formats compatible with the 
Model 6080A. Once you have determined which format is required, follow the 
wiring instructions for that format only. 

a. Full Parallel BCD Output Lines (See Figure 9-1) : 

1. For a fully parallel BCD output, no connections to the four 
output enabl© lines are necessary. 

2. The Data Valid Signal (Pin 25) is Logic "1" when data is 
valid. See note at the end of Section 9-5. 

b. Multiplexed BCD Output (Bit Parallel, Digit Serial) See Figure 
9-1; 

1. BCD Output 

2° - Pin 10 

2, - Pin 11 

2, - Pin 12 

2^ - Pin 13 
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2 . 



Jumpers Required 



Pin To Pin 

12- 3 

3- 8 
8-24 

13- 4 

4- 9 



Pin To Pin 
10-1 
1-6 
6-17 
11-2 
2-7 



3. Each digit will appear at these pins when its OE line is 
enabled, and all other lines are disabled. 

NOTE: Thousand b^t will appear at 2 (Pin 10) • Polarity bit 
will appear at 2^ (Pin 12). 



c. 8 Bit Multiplexed (Sometimes used with 8 bit computers) See 
Figure 9-1: 



1. BCD OUTPUT 



2. Jumpers Required 



PIN 

10 

11 

12 

13 

6 

7 

8 
9 

23 



0E3 and 0E4* 
LOGIC ”0” 

0 

Units 2^ 



Tens 2. 



Overrange 



OEl and OE4* 
LOGIC ”0” 

Hundreds 2? 



Thousand 



Polarity 



PIN TO PIN 

10-1 

11-2 

12- 3 

13- 4 
6-17 
8-24 



* All other OE lines must be Logic ”1". 



3. The Data Valid Signal (Pin 25) is Logic ”1” when data is 
valid. 



NOTE- For low input signals (less than 10 counts). Data Valid 
Signal may not go to Logic "O" when data is updated , because its 
length is proportional to input signal and may become difficult to 
detect. 
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appendix a - LOAD/SENSOR UNIT SCHEMATICS 
A-1. GENERAL 

A-2. This section contains the schematics for load/sensor unit wired for 
115V and 230V. 



- 74 - 



8630-600AS 




ORANGE 



FIGURE A-2. lOKW LOAD/SENSOR 



UNIT SCHEMATIC/ 230V/ 50HZ SUPPLY. 
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ON / OFF 
SWITCH 





